A high precision clock system is required in the external target experiment of the Cooling S torage Ring (CS R) project in the Heavy Ion Research Facility in Lanzhou (HIRFL). Considering that the detectorsare located in different places of the experimental hall, a high quality clock signal is required to be generated and distributed to multiple measurement modules over long distances. The clock system is based on a master-slave structure: the slave clock module (S CM) receives the clock signal from the master clock module (MCM) through fiber, and then distributes it to the measurement modules within the same PXI crate. Laboratory test results indicate that the period jitter and cycle-to-cycle jitter of this clock system is better than 5 ps and 8.5 ps respectively. We also conducted tests on the TOF (time of flight) readout modules (with the highest time measurement resolution in the readout electronics) combined with this clock system, and a time resolution better than 25 ps is achieved, beyond the requirement.
I. INTRODUCTION
The Cooling Storage Ring (CSR) project in the Heavy Ion Research Facility at Lan zhou (HIRFL) consists of a main ring (CSRm), an experiment ring (CSRe), and a radioactive beam line (RIBLL2) to connect the two rings [1, 2] . The external target experiment in CSR is composed of one Start Time Detector, one γ Detector, one Big Dipole, six Mult i-Wire Drift Chambers (MWDC), three Time o f Flight Walls (TOF Wall), one Neutron Wall, etc [3] .
Readout electronics of the main detectors have been designed, and some massive production has been conducted. For example, in the readout electronics of the TOF Wall and Neutron Wall named Time and Charge Measurement Modules (TCMM ), both time and charge measurement is required, with a time resolution of 25 ps [4] , and 60 measurement modules have been fabricated, corresponding to a total of 960 channels; as for the MWDC, a total o f 6400 channels have been implemented (128 channels integrated within each module), and a time resolution of 100 ps is achieved in the digit ization module [3] . Since high precision time measurement is required, a high quality clock system is indispensable.
Considering the scale of the readout electronics, the readout modules are integrated in PXI crates , as shown in Fig. 1 . Since the detectors are scattered in different places in the experiment hall, the corresponding readout electronics are also distributed over a large area. Therefore, good quality of the clock signal transmission has to be considered. In the clock system, a master-slave structure is emp loyed. The clock system is implemented as6U PXI modules, which includes two types: the master clock module (M CM) and the slave clock module (SCM).
As mentioned above, the following difficult ies need to be overcome in the design of the clock system: 1) Large number of clock signals distributed to different measurement modules (~ 200 channels);
2) Good transmission quality of the clock signal fro m the MCM to the SCM over a long distance. 
II. IMPLEMENTATION

A. Architecture of the Clock System
As mentioned above, considering the scale of the readout electronics that is distributed in a large area, this clock system is based on a master-slave structure. In the external target experiment of CSR, the measurement modules for detectors are integrated in 11 PXI crates. Therefore, at least 11 output channels are required in the M CM. Considering the future extension, 20 channels are imp lemented. To guarantee the clock transmission quality fro m the M CM to SCM over long distances, optical fibers are used. Due to the size limitation of the PXI 6U module and the package size of the optical transceiver, the MCM is split into two modules --M CM 1 and MCM2, each with 10 output channels, as shown in Fig. 2 International Conference on Computer Information Systems and Industrial Applications (CISIA 2015)
oven crystal oscillator is integrated in MCM 1 as the clock source, which is distributed to 10 optical t ransceivers as the output clocks for the SCMs. M CM1 also outputs another LVDS clock signal, wh ich is transmitted to MCM 2 as the clock source to generate other 10 output signals. Except for the clock source, MCM 1 and MCM 2 share a similar structure.
As for the SCM, each SCM is located within one PXI crate, and it is responsible to provide clock signals for the measurement modules in other slots (13 user slots in each PXI crate). A total of 19 output channels are integrated in each SCM for further extension. Since the transmission path is within 1 meter long between the SCM and the measurement modules; therefore, transmission is based on coaxial cab les. To achieve good jitter performance, the following aspects are considered in circuit design: 1) To enhance the resistance to Electro-Magnetic Interference (EMI), differential processing and transmission is emp loyed for the kernel parts in the Printed Circu it Board (PCB), and the optical fiber is used to reduce the EMI fro m the environment. Besides, optical trans mission also isolates the electronic connection between the central PXI crate (where the MCM is located) and the other PXI creates (where the SCMs are located). Special attention is also paid on signal integrity, such as impedance matching, comp lete ground layers design, etc.
2) Other attention is paid to device selection.
The accuracy of the clock source determines the quality of output signal. By carefu l selection, EX-380oven crystal oscillator fro m the Vectron International co mpany is emp loyed as the clock source, which provides high quality clock for clock system. The cycle-to-cycle jitter o f EX-380output is less than 8ps (RMS). The temperature Stability is ±7.5×10-8 over -20°C to +70°C [5] .
The buffer and optical transceiver are also the kernel parts of the clock system. We select SY89828L as the buffer (the cycle-to-cycle jitter less than 1ps ) [6] , and it can fan out 20 LVDS outputs. FTLF8524P3NL is emp loyed as the optical transceiver. The outputs of the SY89828L are differential signals, which are AC coupled at the input of the optical transceiver, and terminated by the internal 100 Ω differential resistor inside FTLF8524P3NL [7].
B. Hardware Control Logic and PXI Interface
To configure the clock system on line, a CPLD is emp loyed to integrate the PCI interface to co mmunicate with the host computer located in Slot 0 o f the PXI crate, This CPLD receives the commands fro m the host computer through the PXI bus, and decodes them to d ifferent configurat ion data, including the clock source selection on the MCM, enabling of different clock output channels, as shown in Fig. 3 . The PCI IP Core pci_ mt32 (fro m the Alt era Corporation) [8] is emp loyed to bridge between the PCI Bus and Target Control Logic that translates the message from the PXI bus to configuration data. This CPLD also monitors the clock status in the SCM . The clock distributor in the SCM distributes 20 output signals, among which 19 signals are used as the outputs of the SCM, and the other one is imported to the CPLD. As shown in Fig. 4 , this 40 MHz clock is converted in the CPLD to a 400 kHz low frequency signal, which is used as the "Start" and "Stop" signal of a 33 M Hz counter. By analyzing the output of the counter, the status of the clock signal can be mon itored in real time. When an error is detected, the CPLD will request an interrupt through the PXI bus to the host computer. We have designed 2 M CMs and 6 SCMs; the photographs of the MCM and SCM are shown in Fig. 5 . 
C. Test Software
In each PXI crate, there is one host computer which is responsible for reading out the data fro m the modules within it, as well as configuring these modules. We designed test software running on this host computer based on Visual C++ and WIND river. A graphical user interface (GUI) is designed for user input, as well as display of the system status, as shown in Fig.6 .The commands can be sent to the clock modules by clicking on different buttons. 
III. TEST RESULT S
To evaluate the performance of this clock system, we conducted a series of tests in the laboratory. SYST EM UNDER TEST.
A. Laboratory Test Configuration
In the laboratory tests, we focused on two parameters: one is the jitter of the final clock signal, and the other is the skew among different output channels. Fig. 7 shows the system under test. A high speed oscilloscope Wave Runner 640Zi (40 GS/s with an analog bandwidth of 4 GHz) is used to capture the waveforms of the output clock signals and analyze the performance with the software W R6Zi-JITKIT on it. We used this software to conduct the statistical analysis, plot histograms, and finally obtain the cycle-to-cycle jitter, as well as the period jitter.
B. Result of Clock Jitter
In the tests, we first captured the waveforms of the final output clock signal. Shown in Fig. 8 is atypicalpersistence diagram of the clock signal waveform, wh ich indicates that the clock signal concords well with the LVDS standard with no obvious distortion and dispersion among these accumulated waveforms. To obtain the jitter value, we performed statistical analysis with the oscilloscope. A typical histogram o f the clock period is shown in Fig. 9 , in which the mean value of the clock period is 25.0026 ns (concords well with the expected 40 MHz clock frequency) and the standard deviation (i.e. period jitter) is4.01ps. The period jitter can also be obtained through the software WR6Zi-JITKIT. With different connections between the MCM output channels and SCMs, the performance of the SCMs output clock would be different. Shown in Fig. 10 is the jitter performance of all the 144 output channels, with the 6 SCMs connected to the MCM output channel that has worst performance. Fig. 10(a) and (b) correspond to the cycle-tocycle jitter and the period jitter results, respectively. The cycle-to-cycle jitter is better than 8.5 ps and the period jitter is better than 5 ps. We have also conducted long-term stability tests of 12 hours. The test results were recorded every half an hour. A typical test result is shown in Fig. 11 , and the cycle-to-cycle jitter test results are quite stable. RESULT OF LONG T ERM ST ABILITY TEST .
As shown in Table 1 , we also co mpared the performance of this clock system with those in some well-known physics experiments [9, 10, 11, 12] . The jitter performance (cycle-tocycle jitter < 8.5 ps and period jitter < 5 ps in worst case) of 
C. Skew Test Results
We conducted tests to estimate the clock skew among different output channels. As shown in Fig.12 , the output of the MCM is transmitted to the SCM through 100 meter fiber, and we tested the skew between the outputs of the SCM. In the tests, we swapped the connection between the test cables and the output connectors of SCM, in order to eliminate the additional skew introduced by the test cables and the measurement channels of the oscilloscope. The skew test results between Channel 8 and the other 18 output channels of the SCM are shown in Fig. 13 , in which the maximu m skew value is around 40 ps.
FIGURE XIII.
SKEW TEST RESULT S. Fig. 13 are the skew test results in the laboratory. Of course, in actual experiment setup, we will conduct tests to calibrate the delay d ifference among all the time measurement channels in the readout electronics, including the delay introduced by the cable between the detector and the electronics, the circuit delay of the electronics channels, as well as the clock delay of each measurement module.
Shown in
D. Initial Joint Test Result between TCMM and Clock System
Considering that a 25 ps time resolution is required on the TCMM within the readout electronics, we conducted tests on the TCMM with the clock system to further evaluate its performance. Fig. 14shows the test results of the TCMM; a time resolution better than 25 ps and a charge resolution better than 8% are achieved in the input amplitude range fro m 50 mV to 2.5 V, which is better than the requirement. 
IV. CONCLUSIONS
A clock system is designed for the readout electronics of the external target experiment of the CSR in HIRFL. A Master-Slave structure is employed, with the clock transmission based on fibers. We have fabricated 2 M CMs and 6 SCMs, and test results indicate that the period jitter and cycle-to-cycle jitter of this clock system is better than 5 ps and 8.5 ps, respectively. And the co mbination tests between the TCMM and the clock system were also conducted, and a 25 ps time resolution is achieved, which meets the application requirement.
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